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minimum gamma index values. From this one can see the 
range of DTA and DD that produce a required pass rate.  
 
 
 
Conclusions: Python was used to construct a mechanism to 
provide a graphical output of iso-passrate curves for a range 
of DTA and DD. Such an approach avoids the use of 
predetermined values such as the ubiquitous 3mm/3% Gamma 
Index values. It allows an examination of agreement levels, 
allowing improved insight and can be tailored to a particular 
set of circumstances. This approach also allows for the 
replacement of film with a diode array for high resolution 
comparisons. 
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Purpose/Objective: The dosimetric implementation of VMAT 
stereotactic treatment represents a challenge because of the 
small fields involved, the variation of dose rate, gantry speed 
rotation and leafs movements during the irradiation. Due to 
the high complexity and uniqueness of VMAT treatment 
plans, patient-specific pre-treatment quality as-surance (QA) 
is considered a necessary prerequisite to patient treatment. 
Aim of this work is to compare the capability of two 
ionization chamber systems (PTW Octavius 4D 729 and PTW 
Octavius 4D 1000 SRS) and an electronic portal imaging 
dosimeter (Dosimetry Check) to correctly measure the dose 
on a homogeneous phantom. 
Materials and Methods: PTW Octavius 4D 729 is a 2D array of 
27x27 gas filled 5mm x 5mm x 5mm ionization chamber. The 
detector spacing is 10 mm center-to-center, 5mm edge-to 
edge. PTW Octavius 4D 1000 SRS, consisted of two-
dimensional detector array based on 977 liquid-filled 
ionization chamber, on a 10x10 cm field. The detector size is 
2.3 mm x 2.3 mm x 0.5 mm. In the inner 5.5 × 5.5 cm2 area 
of the array, the centers of adjacent chambers are placed at 
a distance of 2.5 mm from each other. Dosimetry Check (DC) 
is a software that uses EPID measured fluences of the 
treatment fields/arcs to reconstruct the dose distribution on 
a CT study. SBRT VMAT plans have been generated by Monaco 
with energies of 6 MV and 10 MV. Seven treatment plans have 
been used in this comparison (5 lung tumours and 2 pelvic 
nodes). The QA maps were computed on the synthetic 
Octavius 4D phantom for all dosimetric systems. 2D isodose 
distributions in the principal planes through the isocenter, 3D 
dose distributions and 3D γ metric at 2% 2mm and at 2% 1mm 
have been used to compare measured and computed maps. 
Results: The results, in terms of percentage of points with γ 
<1, are shown in table. PTW Octavius 4D 1000 SRS shows the 
best agreement with the computed maps (98,5% point with γ 
<1) for 3D γ metric at 2% 2mm. PTW Octavius 4D 1000 SRS 
shows also at 2% 1mm a good agreement with the computed 
maps; DC has sufficient agreement in all cases but one while 
PTW Octavius 4D 729 results are not so good because of lower 
spatial resolution of the dosimeter respect to the other. 
Figure shows G-T profile at the isocenter (top) and 2D γ 
distribution on the coronal plane passing through the 
isocenter at 2% 2mm (middle) and at 2% 1mm (bottom) 
obtained with PTW Octavius 4D 729 (A), PTW Octavius 4D 
1000 SRS (B), and DC (C). 
 
 
 
 
Conclusions: All dosimeters analysed showed a good 
agreement with the computed map in term of 3D γ metric at 
2% 2mm. DC is a suitable tool for patient-specific pre-
treatment quality assurance in stereotactic treatment where 
a better resolution is recommended to correctly measure the 
dose map in high gradient region. The DC can be used also for 
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QA check during treatment and this study is preliminary to DC 
use for in vivo dosimetry. 
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Purpose/Objective: Total Skin Electron Irradiation (TSEI) is a 
complex technique which requires non-standard 
measurements and dosimetric procedures. At our center, the 
six-dual-field approach is implemented for this treatment. 
The purpose of this work is to validate the measured 
dosimetry data by Monte Carlo (MC) simulations. 
Materials and Methods: 6 MeV beam from Elekta Precise 
linac operated in High-Dose-Rate (HDR) mode is used fort 
TSEI treatments. The EGSnrc code package was used for MC 
simulation. First, the incident electron beam parameters 
(energy spectrum, FWHM) were adjusted to match the 
measured data (PDD and profile) at SSD=100 cm for 40x40 
open field. These parameters were then used to calculate 
dose distributions at the treatment distance of 400 cm. 
BEAMnrc code was used to generate the phase-space file in a 
plane at the exit from the linac head (at the mylar). This file 
was used in DOSXYZnrc code to calculate PDDs, profiles and 
output in a water phantom at SSD= 400 cm from a single 
beam. Optimal gantry angle was determined. Full treatment 
with 6 dual fields was simulated on the CT-based 
anthropomorphic phantom. MC calculations were compared 
with the available set of measurements used in clinical 
practice. 
Results: The results of our Monte Carlo calculations were 
found to be in general agreement with the measurements, 
providing a promising tool for further studies of dose 
distribution calculations in TSEI. For one direct field at the 
treatment distance, calculated PDD was within 3%/1mm 
agreement and calculated profile was within 2% agreement 
with the measurements. The calculated output at the 
treatment distance was 3% lower than the measured output. 
The optimal gantry angle providing the best flatness of the 
surface dose was confirmed to be 17 degrees. Depth doses for 
the full treatment calculated in the anthropomorphic 
phantom agreed with the measurements within 3%/1mm. 
Conclusions: The measured dosimetry data used for TSEI 
calculations are validated by MC simulations. This work also 
indicates that simulations can complement and/or replace 
extensive experimental measurements needed for 
commissioning of TSEI technique.  
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Purpose/Objective: For the comissioning as well as for the 
quality control (QC) of enhanced dynamic wedges (EDW) two 
devices are commonly used: a system of linear waterproof 
detectors for relative dosimetry verification, and ionization 
chambers for the verification of wedge factors. Hereby we 
study the posibility of executing this process with a quick 
measure equipment. 
Materials and Methods: The PTW StarCheck device is a linear 
arrangement of small volume ionization chambers (0.053 cc) 
separated 3 mm (except central chamber and the second 
chamber) in the left-right and head-feet directions. The 
manufacturer provides the equipment with a calibration 
energy Cobalt factor and a calibration matrix which adjusts 
the gain of the other cameras respect the central chamber. 
We compared the values obtained with the ionization 
chamber and StarCheck for energies of 6 MV and 18 MV 
(measurement conditions: SSD 100 cm and depths 5 cm and 7 
cm respectively): 
• EDW factors for all angles for the fields: 4x4 cm2, 10x10 
cm2, and 20x20 cm2. 
• EDW angle obtained with the Schmidt method for all 
possible combinations of wedge angles and field size. 
• Wedge angle independence depending on the orientation of 
the wedge. 
Finally, we evaluated the effect of interrupting the execution 
of the dynamic wedge by comparing radiation without 
interruption against the added amount of radiation 
interrupted for different values of monitor units: 25, 50, 100 
and 200. 
Results: The StarCheck response linearity is brilliant: linear 
correlation coefficient of 0.999998 for the reading in the 
central chamber vs the Farmer camera with readings in the 
range from 2 to 400 UM. The equivalent depth obtained is 8.9 
mm compatible with the value of 8.5 mm supplied by the 
manufacturer. StarCheck obtained EDW factors are within 
0.5% compared to those obtained with the reference Farmer 
camera for all combinations of energy (6 MV and 18), fields 
(4x4, 10x10, 20x20 cm2) and wedge angle (10, 15, 20, 25, 30, 
45 and 60). The wedge angles measured by StarCheck match, 
with a maximum difference of 1 degree, those obtained with 
a Semi-Flex camera in a water phantom for all wedges and 
fields 10x10 cm2 and 20x20 cm2. Considerable differences in 
the angles have been obtained between StarCheck and semi-
flex camera for dynamic wedges below 30 degrees and the 
field 4x4 cm2. The interruptions analysis shows that in 
treatments with EDW with less than 50 UM a disruption can 
cause an over-dose of approximately 2%, regardless of 
whether the interruption occurs during static wedge phase or 
during the movement of the jaw and regardless of the angle 
wedge. 
Conclusions: This study allows us to assure that it is possible 
to achieve a significant part of the comissioning of EDW with 
just a quick measurement device. 
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